A simple approach to multi-color two-photon microscopy of the red, green, and blue fluorescent indicators was reported based on an ultra-compact 1.03-μm femtosecond laser and a nonlinear fiber. Inside the nonlinear fiber, the 1.03-μm laser pulses were simultaneously blue-shifted to 0.6~0.8 μm and red-shifted to 1.2~1.4 μm region by the Cherenkov radiation and fiber Raman gain effects. The wavelength-shifted 0.6~0.8 μm and 1.2~1.4 μm radiations were co-propagated with the residual non-converted 1.03-μm pulses inside the same nonlinear fiber to form a fiber-output three-color femtosecond source. The application of the multi-wavelength sources on multi-color two-photon fluorescence microscopy were also demonstrated. Overall, due to simple system configuration, convenient wavelength conversion, easy wavelength tunability within the entire 0.7~1.35 μm biopenetration window and less requirement for high power and bulky light sources, the simple approach to multi-color two-photon microscopy could be widely applicable as an easily implemented and excellent research tool for future biomedical and possibly even clinical applications.
Introduction
Since its first demonstration in 1991 [1] , two-photon fluorescence microscopy (TPFM), which utilizes two NIR photons to excite fluorescent molecules, has become an indispensable imaging tool due to its intrinsic optical sectioning capabilities and cellular to sub-cellular ultrahigh resolutions in three dimensions. TPFM is compatible with the current fluorescence microscopes and various biological fluorescence indicators, such as fluorescence proteins, quantum dots, nano-particles or even the auto-fluorescence of biological specimens [2, 3] . Moreover, since the working wavelength of most TPFM is located in the 0.7~1.35 μm biopenetration window, TPFM offers the advantages of deeper penetration and much reduced photo-damage and photo-bleaching effects [4] [5] [6] [7] [8] [9] over traditional one-photon fluorescence microscopy.
By one-photon fluorescence microscopes, biologists often utilize multiple fluorescence indicators with distinct absorption and emission spectra to label multiple targets within the same specimens. In the applications of multi-color one-photon fluorescence microscopy, observations of various organelles [10] , different molecules [11] , molecular co-localization [12, 13] , and even molecular interactions [13] within single cells were achieved in earlierreports. In addition, it was also applied to investigate the mapping of distinct neural circuits in tissues [14] and the tracking of multiple cell populations such as in the studies of stem cell colonies [15] , immune cell types [16] , cancer cell growth and metastasis [17] . Though simultaneous multi-color one-photon fluorescence imaging is popular, few groups [18] [19] [20] reported multi-color TPFM of multiple fluorescence targets due to lack of simple multi-color femtosecond source which output wavelengths were closely matched to the 0.7-1.35 μm two-photon excitation spectrum of most fluorescence indicators.
In 2011, an excellent work demonstrated for multi-color TPFM and its applications on tracing the behaviors of cancer cells [18] . In that experiment, three bulky femtosecond lasers, including two Ti:Sapphire lasers (Tsunami & Mai-Tai, Spectral Physics) and one optical parametric oscillator OPO, were used simultaneously to excite four fluorescence indicators. In 2012, Mahou et al. reported another impressive work on three-color two-photon tissue imaging with a Ti:Sapphire laser and an OPO [19] . The three-color fluorescent indicators with different absorption spectra in a fly embryos were separately two-photon excited with the femtosecond pulses which were from a Ti:Sapphire laser, an OPO, and a wavelength mixing that of the two. These two excellent works, published in Nature Protocol [18] and Nature methods [19] separately, have a room for further improving the configuration of the multi-color TPFM. Furthermore, the high power femtosecond Ti:Sapphire lasers and OPOs were too bulky and expensive. For forming the multi-color source, several dichroic beam splitters, mirrors, or even high resolution delay lines, were required to spatially or even temporally combine multi-wavelength femtosecond pulses in order to form the common-path output to be delivered to the TPFM imaging system.
In 2012, Cornell's group have reported a simpler three-color TPFM based on an energetic laser and fiber-optic wavelength convertor [20] . In this work, an energetic 1.55-μm fiber laser with a μJ level output pulse energy was frequency-red-shifted to 1728 nm and 1900 nm by a large mode photonic crystal fiber (PCF). Next, the two wavelength red-shifted pulses and the residual 1550-nm pulses were separately frequency-doubled to 775, 864, and 950 nm by several BiBO nonlinear crystals. This good work also has a room for improvement in the wavelength conversion pathway and related system configuration. The two-step frequency conversion mechanism, including red-shift of wavelength by PCF and then frequency doubling by nonlinear crystals, was not quite efficient. Moreover, in the first step of frequency conversion mechanism inside nonlinear fibers, the minimum output wavelength was equal to the 1.55-μm pump wavelength and the maximum converted output wavelength was located around 2.2~2.3 μm, which is limited by the rapidly increased absorption of Silica fibers [21, 22] . With this approach, after frequency-doubling by nonlinear crystals, the wavelength range of multi-wavelength source is limited from 0.78-μm to 1.15-μm wavelength regime. Some ultra-violet or new IR fluorescent dyes within the entire 0.7~1.35 μm biopenetration window cannot be two-photon pumped by this light source. Finally, many optical elements, including mirrors, frequency-doubling crystals, dichroic beam splitters, and lens, were required for generating, combining, frequency-doubling the three color femtosecond sources [20] . Additional elements could also increase the complexity, size, instabilities, and the insertion loss of the light source and the overall TPFM systems.
In this paper, a much simpler approach to the multi-wavelength femtosecond source within the 0.7~1.35 μm bio-penetration window and its application to multi-color TPFM were both reported. The new multi-wavelength femtosecond source consisted of a single 1.03-μm laser for pump and a nonlinear fiber for multiple wavelength conversion. Inside the nonlinear fiber, the 1.03-μm laser pulses were simultaneously blue-shifted to 0.6~0.8 μm and redshifted to 1.2~1.4 μm region by the Cherenkov radiation [23] and fiber Raman gain [24, 25] effects. The two wavelength-converted beam and residual non-converted 1.03-μm pulses were naturally propagated in a common path (the same nonlinear fiber) to form a fiber-output three-color femtosecond laser. Then the three-color TPFM images of mouse skin hair follicles, which were simultaneously labeled by blue, green, and red fluorescent indicators in the different features of the same location, were performed by the demonstrated simple threecolor femtosecond source. In this work, with the nonlinear fiber, a novel light source can work beyond the typical capabilities of a standard femtosecond solid-state laser. Such simplicity in wavelength conversion, wavelength tuning and overall TPFM microscopy yields the following advantages: efficient wavelength conversion in the nonlinear fiber less requirement for alignment and maintenance, and a compact and turn-key operation. As a consequence, the demonstrated ultra-simple multi-color TPFM, which mainly works within the 0.7~1.35 μm bio-penetration window, could be widely applicable as an excellent research tool for both fundamental biomedical research and future clinical applications.
Experimental setup and sample preparation
The inset of Fig. 1 shows the methods of this work. The 1.03-μm laser pulses were simultaneously blue-shifted to 0.6~0.8 μm and red-shifted to 1.2~1.4 μm region by a wavelength conversion fiber. Combining the converted 0.6~0.8 μm and 1.2~1.4 μm femtosecond radiations with the non-converted 1.03 μm pump pulses inside the same nonlinear fiber, a three-color femtosecond laser with a common-path output was demonstrated in the first part of this experiment. The generated blue-shifted to 0.6~0.8 μm Cherenkov radiation was utilized to pump the blue-indicators through the two-photon fluorescence process. The residual 1.03-μm pulses and Raman red-shifted 1.2~1.4 μm pulses were used to two-photon excite the green-indicators and red-indicators separately. Figure 1 shows the schematics of the reported simple three-color femtosecond source and the related nonlinear microscope system. The three-color femtosecond light source was basically composed of a 1.03-μm air-cooled compact and portable Ytterbium femtosecond laser (Mikan, Amplitude Systems) and a single nonlinear PCF (SC-3.7-975, NKT Photonics). Typically, the Ytterbium laser emitted 250 fs pulses at a 1.03-μm central wavelength with a 1W average output power before the isolator and a 54.77 MHz repetition rate. An optical isolator was inserted between the 1.03-μm femtosecond laser and the fiber to prevent the backward reflection from the fiber facet which will destroy the femtosecond pulse generation of the 1.03-μm pump laser. The size of laser cavity was as small as 18 × 33 cm with a high portability and turn-key operation. The zero dispersion wavelength of the nonlinear PCF was 975 nm and the dispersion at 1.03 μm was around 13 ps/nm/km. The output end of the nonlinear fiber, playing a role as a delivery fiber and wavelength convertor, was directly connected to the input end of a home-made scanning system as shown in the remaining part of Fig. 1 .
The home-build multi-wavelength TPFM was composed of galvanometer x-y scanners (6215H, Cambridge, USA), two plane-convex lens with a 5-cm and 15-cm focal length respectively, a dichroic beam splitter (FF660-Di02-25x36, Semrock), and a focusing objectives (LMPlan100X IR, Olympus). The generated multi-wavelength TPF signals were separated by the dichroic beam splitter, band-pass filtered by the emission filter, and detected by the photomultiplier tubes (PMTs) (R928P, Hamamatsu, Japan). The image acquisitions were carried out using lab-written LabVIEW software and a multichannel I/O board (PCI-6115, National Instruments). The average power illuminated on the sample was about 120 mW. The frame rate was 1 Hz with a 500-pixels-by-500-pixels resolution. Accordingly, the corresponding pixel dwelling time was 4 μsec. 4-frame averaging was performed for image quality in this work. Therefore, it takes 4 seconds to acquire a single image. The source and emission filter sets, which were placed on a mechanical filter wheel, were manually changed so that the typical time required for acquiring all 3-color images was around 30 seconds.
In the experiment, the used blue, green, and red indicators were DAPI, Alexa-Fluor 488, and Alexa-Fluor 594, respectively. The dyes were purchased from Invitrogen. The DAPI stained on cell nuclei and the Alexa-Fluor 488 as well as the Alexa-Fluor 594 stained on cytokeratin 17 and Pan-cytokeratin respectively in cells through affinity antibodies. All three indicators were used simultaneously to study the histology of mouse skin hair follicles on slide sections.
In order to demonstrate the uniqueness of the simple approach to multi-color TPFM, we chose the mouse skin hair follicles for this study because hair follicle is a small organ and pan-cytokeratin as well as cytokeratin 17 protein express in adjacent area of the hair follicle. Alexa fluor 594 and Alexa fluor 488 encamps un-overlapped excitation and emission wavelengths and were conjugated to specific secondary antibodies respectively. Yet, their respective first antibodies from different animal origin could be obtained to perform the costaining experiment in this study. The skin samples with hair follicles were harvested from mouse, with approval of the Institutional Animal Care and Use Committee at the National Cheng Kung University (IACUC Approval No 103329). The DAPI was therefore labeled to the nuclei of dermal and epidermal cells. The Alexa-Fluor 488 and Alexa-Fluor 594 were labeled to the inner and outer root sheath of mouse skin hair follicles, respectively. Cryosections of the skin samples were prepared, fixed with 4% paraformaldehyde and rinsed with TBST (Tris Buffered Saline with Tween 20). Subsequently, the samples were reacted with 10μg / mL of first antibody-mix at 1:100 dilution in TBST with pan-cytokeratin antibody and cytokeratin 17 antibody. Pan-cytokeratin antibody (AE13), a mouse monoclonal antibody obtained from Santa Cruz Biotechnology, Inc., marked hair follicle cortex [26] . Cytokeratin 17 antibody, a rabbit monoclonal antibody obtained from Abcam plc, detected endogenous levels of total cytokeratin 17 protein expressed by outer root sheath of hair follicles [27] . After incubation overnight at 4°C and rinsing for three times, the samples were further incubated with a secondary antibody-mix with Alexa fluor 594 and Alexa fluor 488 in dark. The Alexa fluor 594 conjugated on an anti-mouse antibody and Alexa fluor 488 conjugated on an anti-rabbit antibody were purchased from Life Technologies Corp. and were diluted 1:200 in TBST (5μg/mL) for binding to their first antibody counterparts respectively. DAPI (diamidino-2-phenylindole) is a blue fluorescent probe that can bind to the minor groove of double stranded DNA. It was purchased from Life Technologies Corp. and 10 μg / mL was used to stain cell nucleus. Finally, the peak absorption of the blue, green, and red indicators were at wavelength of 359 nm, 499 nm, and 590 nm. On the other hand, the peak emission wavelengths of the three fluorescent indicators were 461 nm, 520 nm, and 618 nm, respectively. Fig. 1 . Schematics and the working principle (shown in the inset) of the simple approach to multi-color two-photon fluorescence microscope. The three-color fiber-delivered femtosecond source was composed of a compact 1030 nm femtosecond laser as pump and a nonlinear fiber as a simultaneous wavelength up-and-down convertor. The fiber-output of the multi-color femtosecond source was then connected to the corresponding home-made nonlinear microscope to pump the blue, green, and red fluorescent indicators in the same specimen. For characterizing and avoiding the crosstalk between the R, G, and B channels, a source filter and a fluorescence filter were inserted after the source and before PMT separately. Pump: Compact 1.03-μm Ytterbium-doped femtosecond laser; ISO: optical isolator; PCF: photonic crystal fiber; OBJ: microscope objective; PMT; photomultiplier tube.
Experimental characterization of the three-color femtosecond sources
According to the earlier reports, with the same pulse energy, the two-photon excitation efficiency in TPFM is inversely proportional to the pulse width of the femtosecond source [28] . Therefore, the length of the wavelength conversion fiber, which is highly related with the output pulse width, should be carefully optimized. The fiber should be long enough to provide sufficient nonlinearity for wavelength conversion. On the other hand, the length of nonlinear fiber should be as short as possible to minimize dispersion induced pulse broadening. In this work, the optimized length of the nonlinear fiber was experimentally determined by measuring the output spectrum of the nonlinear PCFs with different lengths. Figure 2 shows power-dependent spectrum at the exit of nonlinear fiber with lengths of 100 cm, 14 cm, 7.5 cm, and 5 cm respectively. The broadband spectrum at fiber exit was measured by a single broadband spectrometer with a 500-1600 nm range (WaveScan USB VIS/IR, APE Berlin). As shown in Fig. 2(a) , the power-dependent output spectra of a 100-cm nonlinear fiber shows that the threshold launched power for wavelength conversion was 100 mW. By adjusting the coupling power into the fiber, the central wavelength of blue-shifted and red-shifted emissions can also be also tuned. Similar power-dependent output spectra, shown in Fig. 2(b) , were also observed with a 14-cm fiber. By changing the nonlinear phasematching conditions inside the PCF, the central wavelength of blue-shifted and red-shifted emissions can also be adjusted. For the femtosecond sources operated within the 850 nm to 1100 nm window, in this experiment, only the green fluorescence indicators (Alexa-Fluor 488) can be efficiently two-photon excited. In the 14 cm nonlinear fiber, the threshold launched power was 250 mW for carrying out wavelength conversion outside of the 850 nm to 1100 nm wavelength window and pumping DAPI, Alexa-Fluor 488, and Alexa-Fluor 594 simultaneously. As indicated in Fig. 2 (a) and 2(b), similar wavelength tuning range between 100-cm and 14-cm PCF shows that the generated blue and red shifted femtosecond pulses mainly experienced pulse-broadening effect in the last 86 cm of the fiber (i.e., 14 cm to 100 cm) and the fiber nonlinearity played a minor role.
Also evidenced from the experimental results of Fig. 2 (a) and 2(b), we should continue cutting the nonlinear PCF in order to eliminate the pulse broadening effect. The powerdependent output spectra of other two fiber lengths, 5 cm and 7.5 cm were then measured and shown in Fig. 2(c) and 2(d) , respectively. Figure 2(c) shows power-dependent spectra of nonlinear PCFs with length of 7.5 cm. With a 250-mW pump power inside the nonlinear fiber, the blue-and red-shifted components in the output spectrum were clearly observed. As the power increases from 250mW to 600mW, the central wavelength of blue-shifted and redshifted emission can be tuned down from 0.86 to 0.70 μm and tuned up from 1.23 to 1.31 μm respectively. Figure 2(d) shows that no blue-shift and red-shift radiations were observed at the output of fiber even with a 500 mW coupling power inside the nonlinear fiber as the fiber length continues to be shortened to 5 cm.
On performance of nonlinear wavelength conversion for bio-medical applications, Fig.  2 (a) to 2(d) show that the fiber-length-dependent spectra of 7.5-, 14-and 100-cm fibers all are long enough to provide sufficient nonlinearity. Based on the theory of basic fiber-optics [25], the over-length fiber, not only introduces extra dispersion but also severe pulse broadening. The temporal pulse broadening will degrade the excitation efficiencies of nonlinear signals. Therefore, in this experiment, a 7.5-cm fiber was selected as the nonlinear wavelength convertor to simultaneously transform the wavelength toward the blue and red side and minimize the image degradation from the excessive fiber dispersion. Once the length of the nonlinear-wavelength-conversion fiber was determined, the coupling power into the fiber was determined next based on the peak absorption wavelength of the three fluorescent dyes. In this experiment, the coupling power into the nonlinear PCF was adjusted by simply rotating a neutral-density wheel. As mentioned earlier, the peak absorption wavelengths of the DAPI, Alexa-Fluor 488 and Alexa-Fluor 594 were 359, 499, and 590 nm, respectively. Figure 2 (c) shows that the peak output wavelengths of the three-color femtosecond sources were 713, 1024, and 1302 nm respectively as the coupling increased to 550 mW in the 7.5-cm nonlinear fiber. The above peak output wavelengths mostly fit the theoretical two-photon absorption spectra of blue, green, and red fluorescent dyes. Therefore, as indicated by the red curve of Fig. 2(c) , the output spectrum of the 7.5-cm nonlinear fiber with a 550 mW average power was used for the follow-up two-photon imaging experiments.
After determining the length of the nonlinear PCF and the launched power into the PCF, the next concern is how to avoid the crosstalks. For minimizing crosstalks between R, G, and B channels, the source filter sets were utilized between the nonlinear PCF and the nonlinear microscope, as shown in Fig. 1 . First, the blue-shifted Cherenkov radiation was filtered out by a 945nm short-pass filter and a 750 nm colored-glass filter. In this experiment, a long-pass colored-glass filter with a more than 40-dB attenuation for photons of wavelength below 700 nm was used due to the fact that these photons will add a strong background on the twophoton fluorescence signals of the Red fluorescence indicators. On the other hand, for twophoton excited Green and Red fluorescence indicators, a bandpass filter and a 1060-nm long pass filter were separately utilized to filter out the residual pump and Raman-induced redshifted components. Figure 3 shows the filtered spectrum after the source filter and the corresponding time traces were measured by a background-free auto-correlator. Due to excess chirp from the fiber dispersion and nonlinearity, the pump pulses for the blue, green, and red fluorescent indicators were not transform-limited. The excitation pulses could be further compressed down by prism pair, grating pair or other bulky dispersive optical elements. In this work, for the simple overall system configuration, no compression units were adopted after the fiber. The two-photon fluorescent images, to be demonstrated later in Fig. 4 and Fig. 6 , indicate that the un-compressed pulse widths were short enough for multi-color imaging. 
Minimization of channel crosstalk and demonstration toward simple three color TPFM
With the above fiber-output three-color femtosecond laser source, a series of experiments with different excitation and emission conditions were performed for evaluating the crosstalks between each of the channels. First, the tissues were labeled with one fluorescent indicators only and excited by one-color (blue-shifted 0.6~0.8 μm, residual 1.0 μm, or red-shifted 1.2~1.4 μm) by the source filters at a time. In the detection end, a series of band pass filters with different central wavelengths (447, 510, 520, 540, 562, 641 nm) and bandwidths (60, 84, 70, 50, 40, 75 nm) were placed before the PMT, as shown in Fig. 1 , to examine the image quality and crosstalk in all channels. Figure 4 shows the matrix images under different excitation and detection conditions when the dermal and epidermal cell of mouse skin hair follicles were stained by DAPI only. By changing the source filters, we excite the DAPI by one color (blue-shifted 0.6~0.8 μm, residual 1.0 μm, or red-shifted 1.2~1.4 μm) sequentially. And by changing the emission filters before PMT, the detection wavelength for imaging was also adjusted sequentially. The matrix images, as shown in Fig. 4(a) , were formed by different excitation (each column) from various source filters and by different detection (each row) from various fluorescence filters. From the series matrix images with proper excitation and emission filters, we observed that neither residual 1.0 μm nor red-shifted 1.2~1.4 μm can pump the DAPI through the twophoton absorption process. The images with maximum contrast was acquired by the 510-nm filters. And the TPF images were also successfully performed with the 447-nm and 520-nm band-pass filters with acceptable contrast. Thus, the source filter was determined by the TPF matrix images of the green and red fluorescent dyes in the following experiments.
Similar matrix images of green fluorescent indicators (Alexa-Fluor 488), labeled to the inner root sheath of mouse skin hair follicles, were performed with different excitation conditions and emission filters. Based on the first and third columns in the matrix images, shown in Fig. 4(b) , we can conclude the Alexa-Fluor 488 can be only two-photon excited by the residual 1.0 μm residual radiations. The maximum contrast images were acquired by the 520-nm filters, which consist of the peak emission wavelength of Alexa Fluor 488. The TPF images were also successfully performed with the 510 nm and 540 nm band-pass filters with similar contrast.
Finally, as shown in Fig. 4(c) , the matrix images of red fluorescent indicators (Alex-Fluor 594), labeled to the outer root sheath of mouse skin hair follicles, were performed with different excitation conditions and emission filters. From Fig. 4(c) , the TPF image of maximum contrast was acquired by the 1.2-1.3 μm red-shifted radiations and the 641-nm bandpass filter, which was shown in the bottom right image in Fig. 4(c) . From the other subimage in the matrix image, the Alexa-Fluor 594 can also be slightly pumped with the residual 1.0 μm radiations and some other bandpass filters. Fortunately, the excitation and emission conditions in those figures were very inefficient indicating the crosstalk will not be very serious. Figure 4 (a) and 4(b) show that there were crosstalks between the TPF signals of the DAPI and Alexa-Fluor 488. Thus, 447 nm and 540 nm bandpass filters were selected for filtering out the fluorescence for DAPI and Alexa-Fluor 488 separately. Finally, in the matrix images shown in Fig. 4(c) , the 641-nm bandpass filters were used for the Alexa-Fluor 594 TPF signals for maximum contrast. 
Simple RGB two-photon fluorescence microscopy
From a series of TPFM experiments with one labeled fluorescent indicator under different excitation and detection conditions, the parameters for performing three-color TPFM, including the length of the wavelength conversion PCF, the launched power into the fiber, and the cross-talk minimization, were determined. Before performing the multi-color TPFM, the spectra for pumping, excitation, and filtering were summarized based on the experimental results of matrix images shown in Fig. 4(a) to Fig. 4 (c) . Figure 5 shows the emission spectra (solid lines) and two-photon pumping spectra (dashed lines) and the three-color fluorescent indicators [29] . And the inset of Fig. 5 shows the spectrum coverage of emission filters and source filters utilized for two-photon pumping. Finally, to demonstrate the feasibility of the novel three-color femtosecond fiber-optic source on multi-wavelength TPFM, the R, G, and B fluorescent indicators were labeled simultaneously to the tissues of mouse skin hair follicles. Figure 6 shows the three-color TPF imaging at the different spaces (each row). The signals from DAPI (blue, shown in Fig. 6 (a) and 7(e)), Alexa Fluor 488 (green, shown in Fig. 6 (b) and 6(f)), and Alexa Fluor 594 (red, shown in Fig. 6 (c) and 6(g)) can thus be combined by computer post processing to obtain the hue of mouse skin hair follicles [ Fig. 6 (d) and 6(h)]. In all TPFM images, the sizes of all the images were 310 μm by 310 μm. In this work, we propose a novel and simple approach to multi-color TPFM on the mouse skin hair follicles by a 1.03-μm compact femtosecond laser and a simple nonlinear fiber. The output spectrum of the light source covers most of the 0.7~1.35 μm commercial biological fluorescent dyes. A systematic way to set up the microscope, including the fiber length selection from the output spectrum, the launched power determination based on the twophoton pumping spectra of each of the fluorescent indicators, and the crosstalk minimization between each of the channels in the matrix images shown in Fig. 4 , was shown in this work. The overall cost of such novel apparatus consisting of a three-wavelength laser, a wavelengthconversion fiber with delivery optics, and a home-made nonlinear microscope was as low as 110 K USD in the proposed scheme shown in Fig. 1 . Moreover, such multi-wavelength laser system can easily be operated as a workhorse with nearly a turn-key operation. This represents a much lower cost than those reported earlier [18] [19] [20] . The experimental work presented in this paper suggests that in the future, when performing multi-color TPFM with different fluorescent indicators, such as quantum dots, nano-particles, or other labeling materials, researchers only need simply to replace the light source with that of different wavelengths, to replace nonlinear fiber with different dispersion, nonlinear properties and corresponding filters. Figure 7 (a) illustrates that simultaneous imaging of all 3 fluorophores or of even more fluorescence indicators can be achieved by simply integrating additional independent parallel dichroic beam splitters and band-pass filters in the proposed system here. The main limitation for more-color imaging is the spectral-overlap-induced crosstalks of the emission spectra from different fluorescence indicators. On the other hand, if necessary, femtosecond pulses with more wavelengths can be achieved by the parallel fiber-optic wavelength convertors with different dispersion and nonlinear characteristics which is shown in Fig. 7(b) . The only drawback of the proposed configuration in this work is a degraded signal intensity caused by dispersion in the fiber. Although the non-transform limited pulses could be compressed by external compressors after the nonlinear fiber, the compressor would introduce other issues such as the insertion loss, the difficulty in system size, alignment, and the system cost.
This new design toward multi-color TPFM makes a standard femtosecond solid-state lasers to perform beyond its standard operation wavelengths. Moreover, other imaging capabilities, for example, interpreting second-harmonic generation images of collagen I fibrils [30] from second harmonic generation, could be performed by the multi-color nonlinear microscopes. 
Conclusions
In conclusion, we have reported a new approach to a simple multi-color TPFM based on an ultra-compact femtosecond laser and a simple nonlinear fiber. Inside the same nonlinear fiber, the 1.03 μm pump femtosecond pulses were simultaneously blue-shifted and red-shifted. Combining the wavelength-shifted 0.6~0.8 μm and 1.2~1.4 μm femtosecond radiations with a residual 1.03-μm pump, a fiber-delivered common-path three-color femtosecond laser were built up for exciting three different fluorescent indicators. The length of nonlinear fiber was experimentally optimized by measuring the output performance of the fiber. In the second part, the coupling power inside the nonlinear fiber was carefully selected to match the peak absorption spectrum of the R, G, and B fluorescent indicators. Finally, the real application on multi-color TPFM within the same specimen was experimentally demonstrated with the simple common-path three-color wavelength tunable femtosecond sources. The demonstrated ultra-simple multi-color TPFM can be widely applicable as an excellent research tool for both fundamental biomedical research and future clinical applications due to merits including a simple source and overall TPFM design, an easy wavelength tuning, an efficient wavelength conversion in the nonlinear fiber, a less requirement for alignment and maintenance, and compactness and turn-key operation of the source.
